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Abstract
Increased atmospheric CO2 concentrations are driving changes in ocean chemistry at unprecedented rates
resulting in ocean acidification, which is predicted to impact the functioning of marine biota, in particular
of marine calcifiers. However, the precise understanding of such impacts relies on an analytical system that
determines the mechanisms and impact of elevated pCO2 on the physiology of organisms at scales from spe-
cies to entire communities. Recent work has highlighted the need within experiments to control all aspects
of the carbonate system to resolve the role of different inorganic carbon species on the physiological
responses observed across taxa in real-time. Presently however, there are limited options available for contin-
uous quantification of physiological responses, coupled with real-time calculation of the seawater carbonate
chemistry system within microcosm environments. Here, we describe and characterise the performance of a
novel pCO2 membrane equilibrium system (the Membrane Inlet Infra-Red Gas Analyser, MI-IRGA) integrated
with a continuous pH and oxygen monitoring platform. The system can detect changes in the seawater car-
bonate chemistry and determine organism physiological responses, while providing the user with real-time
control over the microcosm system. We evaluate the systems control, response time and associated error,
and demonstrate the flexibility of the system to operate under field conditions and within a laboratory. We
use the system to measure physiological parameters (photosynthesis and respiration) for the corals Pocillipora
damicornis and Porites cylindrica; in doing so we present a novel dataset examining the interactive role of tem-
perature, light and pCO2 on the physiology of P. cylindrica.
Atmospheric carbon dioxide (CO2) concentrations are
continuing to rise at an unprecedented rate, lowering global
surface seawater pH, which is commonly referred to as ocean
acidification (Khatiwala et al. 2013). Studying the impacts of
ocean acidification on marine organisms has become a major
global research focus. Collectively, research to-date provides
compelling evidence that by the end of the century ocean
acidification will impact marine communities and entire eco-
system structures, largely through a loss of productivity,
growth, and/or fecundity of many key species (Fabry et al.
2008; Kroeker et al. 2010, 2013; Riebesell and Gattuso 2015).
Three main approaches have been adopted to study the
impacts of ocean acidification: (1) examining in situ natural pH
gradients, (2) in situ field mesocosm studies, and (3) conducting
controlled laboratory experiments. Intensive research examin-
ing present day natural pH/pCO2 (partial pressure of CO2) gra-
dients have been particularly important in gaining insight into
ecosystem level responses under future acidification conditions.
However, the need to specifically examine the interactions of
both local (e.g., light and nutrient availability) and global (e.g.,
warming) environmental variables predicted to change along-
side pH, has led to an increased need to improve experimental
control, so that globally relevant biogeochemical and ecological
responses can be more accurately studied. The need for con-
trolled experiments has been a primary driver for technological
innovation to not only measure pCO2, but also manipulate and
control pCO2 within experimental treatments.
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Microcosms are a favored experimental approach to examine
the response of single species, as well as different species assemb-
lages to ocean acidification, in both open and closed systems
(Stewart et al. 2013). Microcosms have been used to study a
range of individual taxa (e.g., corals Dove et al. 2013; Suggett
et al. 2013), sea anemones (Suggett et al. 2012), microalgae
(Sciandra et al. 2003; Leonardos and Geider 2005), seagrass and
macroalgae (Koch et al. 2013), over varying timeframes (days:
Comeau et al. 2014, or months: Collins and Bell 2004; Anthony
et al. 2008). Whole communities have also been investigated,
both in situ (Campbell and Fourqurean 2011; Gattuso et al.
2014) and within open (Moya et al. 2008) and closed (Anthony
et al. 2008) laboratory systems, with recent advances superim-
posing treatment conditions onto natural diel cycles (Dove et al.
2013; Jokiel et al. 2014; Camp et al. 2016a). Conditions have
been manipulated to recreate conditions predicted under future
climate change using a variety of approaches, which primarily
include: acid/base manipulation (e.g., Richier et al. 2014; Camp
et al. 2016a), the use of premixed commercial gases (e.g.,
Talmage and Gobler 2009; Yamamoto et al. 2012), or a mix of
pure CO2 with ambient air to achieve a desired pCO2 level (e.g.,
Byrne et al. 2010; Fangue et al. 2010). Evaluation of these various
methods have found negligible differences (Gattuso and Lavigne
2009). Fundamentally however, all of these microcosm experi-
ments desire to accurately measure, control and/or manipulate
the seawater carbonate system.
A number of experimental systems have already been
developed to provide the capacity to control both the car-
bonate chemistry and other bio-physiochemical variables of
microcosm environments (Leonardos and Geider 2005;
Gattuso et al. 2014). For example, Coelho et al. (2013)
describe an experimental life support system that allows
multiple stressors to be tested alongside the carbonate chem-
istry, which is controlled by CO2 bubbling and a pH probe
and controller. The system however does not allow user con-
trol based on real-time estimates of unmeasured carbonate
parameters. Another system, the Multiple Stressor Experi-
mental Aquarium at Scripps (MSEAS; Bockmon et al. 2013)
assumes alkalinity to remain constant, despite the fact that
alkalinity varies across marine systems. The dissolved inor-
ganic carbon (DIC) is controlled by mole fraction CO2 gas
additions and using the same principle, the concentration of
oxygen ([O2]) is simultaneously controlled, with temperature
controlled using a water bath. The system uses a membrane
contactor, which requires filtering and pumping of water
and thus is unlikely to be suitable for naturally-turbid waters
or phytoplankton studies. Presently, no “one-size fits all”
control system exists for microcosm experiments.
Here, we described a new variant of a microcosm system
developed to monitor organism responses to changes in pCO2,
temperature and light. In contrast to previous designs, the sys-
tem allows real-time calculation of the full carbonate chemistry
system, from direct measurements of pH, temperature, salinity,
and pCO2, using a novel membrane inlet gas exchange apparatus
connected to an infra-red gas analyser (the Membrane Inlet-Infra
Red Gas Analyser, MI-IRGA). Direct [O2] measurements also
allow physiological responses to be simultaneously quantified
and the system can be configured to control O2 levels by a sole-
noid feedback system. Real-time data acquisition provides the
user with the capacity to manipulate the microcosm environ-
ment. User-defined conditions provide precise control over pCO2
and allow instantaneous calculation of the carbonate chemistry
system using the custom-designed computer software (CCS). The
system can be allowed to drift in response to metabolic activity
or, experimental conditions can be kept constant by compensat-
ing for the biologically mediated response, thus making experi-
mentation much more comparable to real world conditions.
Materials and procedures
Microcosm design
The microcosm was based on a modified pH-stat system
developed previously to grow calcifying phytoplankton at
high biomass, but under tightly controlled pH scenarios (see
Leonardos 2008; Brading et al. 2011). The microcosm (Fig. 1)
comprised of a water-jacketed vessel (1 L capacity) sealed
with a Teflon lid, with ports for probe and sampling access
(Supporting Information Fig. 1). For sessile organisms such
as corals, seawater was supplied to the microcosm via a con-
tinuous flow system, using a peristaltic pump with a flow
rate of 4 L min21, from the aquarium tanks in the Coral Reef
Research Unit at the University of Essex (see Suggett et al.
2013). However, supply to the microcosms was switched off
for metabolic incubations to form a closed-system.
Fig. 1. Schematic diagram of the MI-IRGA system. The microcosm is
comprised of a water-jacketed reactor vessel containing a stir bar. A
series of probes are inserted into the microcosm. A pH probe (A) is used
for measurement of total pH (pHT), and an optical measurement is used
to quantify O2 (B). The CO2 exchange system enables continuous moni-
toring of pCO2 via an IRGA and customised pCO2 probe (C); pCO2 can
be controlled to a desired level in a feedback system, which switches val-
ues between CO2 free (stripped with soda lime) or CO2 enriched air
(from a pure CO2 cylinder) as indicated by the dashed lines in the sche-
matic. The microcosm can operate in an open or closed configuration.
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A sensor array was used to measure microcosm condi-
tions. An optical O2 sensor (Optode system, Ocean optics
Ltd) measured [O2] with an accuracy and precision of 0.05
lmol L21. Temperature was measured using a NeoFox TB
probe with an accuracy and precision of 0.018C. Conductivi-
ty was measured using a Dura probe (Ross Ultra; Fisher Sci-
entific, UK) and converted to salinity within the in-house
computer software (CCS) system using the equations in
UNESCO (1983). pH was measured using a glass Triode Com-
bination Electrode (Ross Ultra; Fisher Scientific, UK) calibrat-
ed with TRIS buffers (7.5–9.0, made following Carbon
Dioxide Information Analysis Centre (CDIAC) protocols) to
measure pH in total scale (pHT) (Dickson et al. 2007). Based
on manufacturer-reported specifications the pH system was
accurate to60.01 pH units, with a drift of<0.002 pH d21. A
custom designed gas exchanger unit attached to an infra-red
gas analyser (LI-820 CO2 Gas analyser; LI-COR, UK) continu-
ously measured the mole fraction of CO2 (xCO2) in recircu-
lated carrier gas. The IRGA xCO2 measurement had an
accuracy of60.5% in dry air,61.5% in humidified air and
drift of<1 ppm d21 when configured for a measurement
range of 0–1000 ppm, as used in this study. Discrete water
samples were collected from the microcosm, from which
total alkalinity (AT) was determined by an open-cell potenti-
ometric titration using a Titrino titrator (model 848; Met-
rohm, UK). 0.1 N standardised Hydrochloric acid was used
and AT was measured with an accuracy and precision of
ca.2 lmol kg21, as verified with certified reference materi-
als distributed by A. Dickson (Scripps Institute of Oceanogra-
phy). Microcosms were maintained in a water bath to
control temperature using NeoHeaters (IPX8; Aquael,
Poland), however the pH-stat system has been previously
used in a climate controlled room (see Brading et al. 2011).
Lighting for the system was supplied externally 24 volt cool
white LEDS (Daylights, Farnell, UK).
Membrane gas exchanger unit
The membrane inlet was comprised of a Teflon housing
for a silicon membrane exchanger unit configured in a
“spaghetti” set-up (Fig. 2) of 0.3 mm bore, 80 mm long, gas/
CO2 permeable platinum cured silicone tubes (Cole-Palmer
Instrument Company, UK). All tubes were attached to both
ends (hollow disks machined from Teflon) of the housing
via 0.5 mm diameter syringe needles. The hollow disk at one
end collected all of the air from the tubes to the IRGA, while
the remaining end connected to a disk that returned gas
from the IRGA. An O-ring gasket was used to provide a water
impermeable seal. Gas streams from the tubes converge at a
central air space before leaving the probe through an outlet
tube. Air was used as the carrier gas and continuously recir-
culated in a closed loop between the IRGA and probe, at a
flow rate of approximately 0.3 L min21 (Fig. 2). In order to
convert xCO2 data to pCO2, it was assumed that the carrier
gas was humidified and at an ambient atmospheric pressure
of 1 atm (Zeebe and Wolf-Gladrow 2001). The partial pres-
sure of water vapour (H2O(g)) in the carrier gas was assumed
to be in equilibrium during all experiments, as platinum-
cured silicon tubing is highly permeable to water vapour
(Andriot et al. 2009). Under the aforementioned assump-
tions, xCO2 and pCO2 are equal, and for simplicity, instru-
ment output will be henceforth denoted as pCO2.
Conditions where xCO2 and pCO2 are not equal are dis-
cussed in later sections on uncertainty.
A multiple tube housing design for the probe was pre-
ferred as this achieved the greatest surface area to volume
ratio, making the probe more responsive per unit area (cm2)
and volume (cm3) than a single or double sided disk design
(see below). The total volume of the probe including the
inlet and outlet tubes was 0.417 cm3 and the surface area to
volume ratio was 69 : 1. Platinum cured silicon tubes were
selected for the probe as any alternatives, including expand-
ed- Polytetrafluoroethylene (ePTFE) or Polypropylene (PP)
could not be manufactured to a similar specification. In
addition, the silicone tubing was extremely flexible and
robust which aided assembly and probe handling. Polytetra-
fluoroethylene (PTFE) tubing was used to carry the gas from
the probe to the IRGA as it exhibited a lower CO2 desorption
rate than silicon (Boatman and Lawson unpubl.). The
amount of silicon tubing used was minimised because of
desorption and consequently only used in a small section to
connect the membrane gas exchange unit to the IRGA. PTFE
was not suitable due to its reduced flexibility.
An in-house designed integrated computer software pro-
gramme (CCS) allowed real-time data acquisition of pCO2,
pH, O2, temperature and salinity, from which the user was
able to manipulate and/or regulate pCO2 and thereby control
other linked parameters of the carbonate system. The soft-
ware libraries used were from National Instruments DAQmx
and Microsoft Visual Studio. The CCS computer control was
implemented on an Intel Atom Processor Netbook with 1GB
system memory; connected to a National Instruments (NI)
USB-6009 Data Acquisition (DAQ) board. The DAQ board
had eight analogue sensor input channels and eight digital
output channels used to manipulate values and pumps to
control the system (see below). Sensor input (pCO2/pHT/O2),
depending on their values (relative to desired pre-set values
and thresholds), triggered corresponding response actions to
be performed. Each sensor event/response sequence was
automatic and deterministic, meaning for every event there
was a unique response. Target set-point pCO2 (pCO2sp) values
and tolerance limits for each of these values were set within
the software and maintained by the switching of two sole-
noid valves to: (1) provide ambient air; (2) provide CO2 free
air by running ambient air through a series of soda lime col-
umns to reduced pCO2; (3) provide pulses (user defined
length) of CO2 from a pure CO2 gas cylinder to increase
pCO2. A user-defined wait period after each event enabled
the system to check whether target values had been reached
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before another event was initiated, thus preventing the sys-
tem driving oscillations in control of the chemistry. The
software allowed user defined input of target pCO2sp, pHT
and [O2], along with sampling rates based on: (1) pHT, (2)
pCO2sp, or (3) [O2] (see Supporting Information Fig. 2).
Simultaneous real-time measurement of two variables (pHT
and pCO2) were recorded by the software, from which all
interdependent variables of the carbonate chemistry system
were calculated using the equilibrium chemical thermody-
namic equations and the dissociation constants of Lueker
et al. (2000), Dickson (1990) for KHSO4 and Uppstr€om
(1974) for borate (Supporting Information Fig. 3).
Calibration of the measurement probes
Instrumentation drifts were minimised by weekly calibra-
tions of pH electrodes and monthly calibration of the IRGAs.
The pH probes were calibrated at 258C using 2-amino-2-
hydroxy-1-3-propanediol (TRIS)/Hydrochloric acid (HCl) and
2-aminopyridine (AMP)/HCl buffers in synthetic seawater
with a salinity of 35. Buffers were made following CDIAC
recommendations (Dickson et al. 2007). The IRGA was
zeroed using N2 gas and the span calibration conducted
using 700 (6 2%) ppm xCO2 in dry air (BOC, UK). The O2
probe was calibrated using a two point calibration: the first
(zero) used media bubbled over night with N2 gas to remove
O2 gas, and the second calibration point (100%) used media
bubbled with ambient air set to 100% after stabilisation. The
O2 calibrations were relative to saturation at ambient tem-
perature and concentration was then calculated based on the
equilibrium constants of Benson and Krause (1984). Daily
checks of reservoir AT further confirmed instrument and
measurement stability, with AT verified using certified refer-
ence materials distributed by A. Dickson (Scripps Institute of
Oceanography).
Testing and optimisation of the system
Tests were performed using artificial seawater (Tropic
MarineVC PRO REEF salt-based seawater supplemented with
NaHCO3) maintained at 25.060.98C and a salinity of 35. To
test the stability of the system and the software control, the
system was set to a target pCO2sp of 720 latm and 380 latm,
with a tolerance limit of62 latm for both tests. The system
Fig. 2. A schematic (i) and image (ii) of the membrane gas exchange unit. In figure i) Air is pumped through a central inlet tube (A) and down 18
thin platinum-cured silicone tubes (C) (0.31 mm ID, 80 mm in length). The gas stream from the tubes converges at a central air space before leaving
the probe through an outlet tube (B). The total volume of the probe including the inlet and outlet tubes is 0.417 cm3. ii) A high resolution 3D per-
spective Cadimage of the Silicone Tube Based Membrane Housing.
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monitored every minute for 20 h (n51200) to assess pCO2
stability for set-points above and below ambient air pCO2atm.
An atmospheric CO2 level of 720 latm has been projected as
lower or upper bounds within several Intergovernmental
Panel on Climate Change (IPCC) scenarios (e.g., RCP 4.5 and
RCP 6, IPCC 2014). This value was slightly outside the IRGA
calibration window (0–700 ppm), however this exceedance
was considered negligible given the strong linearity of the
LI-820 from 0 ppm to 1000 ppm xCO2. Stability tests were
constantly bubbled with ambient CO2, which was periodical-
ly switched to CO2-free or CO2-enriched air by the control
program. The system was open to the atmosphere through a
vent tube in the chamber lid (Fig. 2). Tests for stability, tem-
perature sensitivity and response time were conducted under
this open system configuration.
Any influence of DIC and temperature on pCO2 control
was also established by running and controlling the system
at four temperatures (58C, 158C, 258C, and 358C) and at three
levels of DIC (1.5, 2.0, and 3.5 mmol kg21) over a range of
target pCO2sp between 0 and 1600 latm. For the temperature
comparison, DIC was initially set at 2.0 mmol kg21 by the
addition of HCO23 and CO
22
3 (1 mol L
21) and a salinity of
35. DIC was calculated using CO2SYS (Pierrot and Wallace
2006) from pHT and AT. The DIC comparison was conducted
at 258C, and a salinity of 35. Values of pCO2 measured by
the membrane equilibrium system were compared to those
derived using variables pHT and AT and the equilibrium
chemical thermodynamic equations and the dissociation
constants of Lueker et al. (2000), Dickson (1990) for KHSO4
and Uppstr€om (1974) for borate.
System response time
To test the response time of the MI-IRGA to changes in
dissolved pCO2, the seawater was bubbled with N2 to remove
pCO2 and the time taken for pCO2 measurements to reach a
set-target pCO2sp monitored. DIC was initially set to 2.0
mmol kg21 by the addition of HCO23 and CO
22
3 (1 mol L
21).
Five target pCO2sp were set (184, 235, 313, 420 and 518
latm) and pCO2 and pHT measured every minute until target
equilibrium was reached. Temperature was maintained at
25.08C and salinity at 35.
Uncertainty associated with the system
Uncertainty analysis was performed following the method
of Dickson 2010 (in Riebesell et al. 2010) to assess the error
in estimating AT and DIC based on pHT and pCO2 measure-
ments from the MI-IRGA alone. Uncertainty for each input
individually, as well as the combined standard uncertainty
(see Ellison and Williams 2012), was assessed for all parame-
ters based on an estimation of AT and DIC. Furthermore,
because the method for estimating combined standard
uncertainty assumes that each parameter is independent,
making it less probably that there will be large errors in mul-
tiple input parameters, we also apply a Monte Carlo simula-
tion. In the Monte Carlo simulation, the carbonate
parameters of Lueker et al. (2000) were used for K1 and K2,
Weiss 1974 for Henry’s Law and Fugacity, for KB Dickson
(1990), for total Boron Uppstr€om (1974), and a total pH scale
with total silicate and pH set to zero. The uncertainties were
assessed by generating 10,000 random displacements in the
input variables (see Table 1). The 95% ellipsoids for maxi-
mum possible uncertainty from the variance-covariance
matrices were created with maximum likelihood estimate.
Measurement uncertainty was determined from the probe
and/or instrumentation used to measure the parameter (see
Microcosm design). The uncertainty associated with K1 and K2
was obtained from Riebesell et al. (2010).
Biological application of the system 1: Pocillipora
damicornis
We further assessed the capability of the system to mea-
sure metabolic drifts under three different light regimes
(dark, low-light (130 lmol m22 s21), and high-light (450
lmol m22 s21). The microcosms were maintained at 26.08C
using a water bath heated by NeoHeaters (IPX8; Aquael,
Poland). Light was supplied cool white LEDS and measured
with a 4p spherical underwater quantum sensor (LI–193SA;
LI-COR, UK). The microcosms were left under experimental
ambient light in an open-configuration for ca. 30 min to
reach a stable temperature. A 5 cm fragment of the coral P.
damicornis was then added and the systems closed and
placed under the various light regimes. Corals were original-
ly from the Indo-Pacific and sourced from Tropical Marine
Centre Ltd. (Chorleywood, UK). Seawater inside the micro-
cosms were allowed to drift in response to the biological
activity of the coral fragment for a further 180 min. Drifts in
Table 1. Monte Carlo input parameters for estimating the
uncertainty of calculating AT and DIC based on the estimated
error in the pH and pCO2 measurements and in the equilibrium
constants.
Parameter
Measurement
uncertainty
Function
(Additive,
multiplicative or log)
Salinity 0.1 Additive
Temperature 0.01 Additive
pHT 0.01 Additive
pCO2 0.003 Multiplicative
KH 0.01 Log
K1 0.02 Log
K2 0.002 Log
Function Equation
Additive Mean1 standard deviation * normal distribution(0,1)
Multiplicative Mean * (11 standard deviation
* normal distribution(0,1))
Log 10ˆ (mean1 standard deviation
* normal distribution(0,1))
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pHT, pCO2 and [O2] were monitored continuously over the
experimental period to demonstrate the capability of the sys-
tem to monitor real-time changes in the microcosm
environment.
Biological application of the system 2: Porites cylindrica
To demonstrate the ability of the system to measure met-
abolic processes and to assess the sensitivity of the system,
we tested for the interactive influence of light, pCO2 and
temperature on photosynthesis, respiration and calcification
of the coral species P. cylindrica. We repeated the experimen-
tation of Suggett et al. (2013), but instead grew the corals
under an elevated temperature of 28.58C (compared to
26.08C) to allow for the additional interactive role of growth
temperature to be evaluated. Corals were again originally
from the Indo-Pacific and sourced from Tropical Marine
Centre Ltd. (Chorleywood, UK). Full acclimatisation details
follow those described in Suggett et al. (2013). Briefly, 5–
8 cm nubbins were acclimatised to two light conditions on a
12 : 12 light : dark cycle: 100611 and 400632 lmol pho-
tons m22 s21 (150 W Metal-Halide lamp, 14 Kelvin Bulb;
Arcadia Products PLC, UK; and measured at the depth of the
nubbins with the 4p spherical underwater quantum sensor).
After 3 weeks in the acclimatisation tanks, six nubbins from
each of the light regimes (high-light, low-light) were placed
into separate microcosm vessels under the same conditions
as the acclimation tanks; each microcosm was then allowed
time to equalise to the desired pCO2 level. Metabolic drift
analysis was subsequently conducted by closing the system
and allowing pCO2, pHT, [O2] and AT to change in response
to the coral metabolic activity. AT was measured (as previ-
ously described) at the start and end of the incubation peri-
od, while pCO2, pHT and [O2] were continuously measured
over the experimental period. Rates of calcification were
determined by the alkalinity anomaly technique (Smith and
Kinsey 1978) and rates of photosynthesis and respiration by
measuring the change in [O2]. All metabolic rates were nor-
malised to coral surface area (cm22) and thus, calcification
(G), photosynthesis (P) and respiration (R) were in units of
lmol CaCO3 cm
22 h21 and O2 cm
22 h21 respectively.
G 5
DAT  q  0:5ð Þ  V
It  SA
 
(1)
where DAT5describes the change in total alkalinity (lmol
L21), V5volume of seawater (L) within the microcosm, It (h)
is incubation time, SA is the coral surface area (cm22), q is the
density of seawater and 0.5 accounts for the decrease of AT by
two equivalents for each mole of CaCO3 precipitated.
P and R 5
DO2ð Þ  V
It  SA
 
(2)
where DO25describes the change of O2 and rates normalised
as described for calcification (Eq. 1).
Field application of the system
To further evaluate how well pCO2 was retrieved by the
MI-IRGA for a natural system, we additionally tested the
unit at a field location in Little Cayman, Cayman Islands,
British West Indies, during June 2014. Results from the
unit were compared to pCO2 derived from parallel meas-
urements of pHT and AT. Over three 24 h periods, discrete
water samples were collected from a seagrass dominated
lagoon, where high photoautotroph biomass creates large
diel fluctuations in pCO2 (see Camp et al. 2016b), thereby
testing the sensitivity range of the unit. Sampling was con-
ducted every 3 h over a 72 h period (n524). Water samples
were collected and stored as recommended under CDIAC
protocols (Dickson et al. 2007). At the time of water collec-
tion, in situ temperature, conductivity and pHT were mea-
sured using the ORION 5 Star meter (Model A329; Fisher
Scientific, U.S.A.) with a pHT/temperature probe (combina-
tion probe Ross Ultra; Fisher Scientific, U.S.A., accuracy and
precision of 0.01 pH units), and conductivity probe (ORI-
ON Duraprobe 4-Electrode Conductivity cell, Model 013005A;
Fisher Scientific, U.S.A.). In situ conditions and pHT and AT
were then used to calculate pCO2. AT was measured as
previously described using the Titrino titrator (Model 848;
Metrohm, UK). In addition, each water sample was processed
in the microcosm chamber for 60 min to directly measure
pCO2.
Statistical analysis
To assess whether the computer software and control sys-
tem were best able to maintain low or high pCO2 levels, the
deviation from the target high and low pCO2sp values were
compared via an independent sample t-test. Parametric test
assumptions were met, as demonstrated by the Bartlett test
for homogeneity of variance and qq-plots for normality. The
response time of the MI-IRGA system to dissolved pCO2 in
seawater for the five pCO2 readings was analysed using a
regression, as was the derived pCO2 to measured pCO2 values
for the field experimentation, and also the systems perfor-
mance across temperatures and DIC levels. Linear Mixed
Effects (LME) models were applied, with experimental time
as a random effect, to examine the effect of temperature,
pCO2 and light on calcification, respiration and photosyn-
thesis. Cleveland dot-plots were used to determine outliers
and boxplots and scatterplots were used to check for co-
linearity within the dataset (Zuur et al. 2010). Assumptions
of linearity, independence, homoscedasticity and normality
were met. The model was fitted using the lme function in
the nlme package in R software (R Development Core Team
2011). Model simplification was undertaken using analysis of
variance (ANOVA) to compare models with progressively
simplified fixed effects, thus ensuring correct p values
(Crawley 2007). Acceptability of the model was tested by
plotting the residuals against: (1) fitted values to check for
homogeneity and (2) each explanatory variable in the model
Camp et al. Carbonate chemistry monitoring with MI-IRGA
6
to check for violations of independence (Zuur et al. 2010).
Parameter estimation in LME models was done based on
Restricted Maximum Likelihood (REML). All statistical analy-
sis were conducted in R (R Development Core Team 2011)
and SigmaPlotV
R
10.0.
Results
Testing and optimisation
The MI-IRGA system maintained an average pCO2 of
38261 latm and 72264 latm over 20 h tests for set-points
of 380 and 720 latm, respectively (Fig. 3). In both cases,
average pCO2 was ca. 2 latm higher than the set-point
despite opposite air-water gradients. Potential explanations
for this positive deviation are discussed in the following sec-
tion. We expect that the two minima in Fig. 3A are due to a
decrease in ambient pCO2 below 380 latm. Only the minima
recorded at 230 min exceeded the tolerance threshold and
triggered injection of CO2-enriched air. CO2-free air was
unnecessary for the 720 latm set-point, as the chamber was
continuously bubbled with ambient air. It should be noted
that the slope and duration of the pCO2 spikes after injec-
tion of pCO2-enriched air (Fig. 3B) varied throughout the
20 h test interval. This variability was presumably associated
with retention of CO2-enriched bubbles at the water surface.
Furthermore, the MI-IRGA system sustained pCO2 measure-
ments in seawater over the range of temperatures (5–358C,
Fig. 4A) and DIC (1.5–3.5 mmol kg21, Fig. 4B) tested, with
an approximate 1 : 1 ratio achieved between the measured
vs. derived pCO2 (temperature: slope50.9760.01, r
250.99,
n571, p<0.001; DIC: slope50.9860.01 r250.99, n555,
p<0.001).
Response time
Time taken for the MI-RGA system to re-equilibrate from
zero pCO2 to a range of target pCO2sp values between 184
and 518 latm, was 18–23 min (Fig. 5A). In spite of the dif-
ferent ranges in equilibration concentrations, a linear rela-
tionship was observed between re-equilibration time and
(new) target pCO2sp; this likely reflects the expected propor-
tionate change in the difference between target and initial
pCO2 with equilibration time. Considering a naturally
expected change in pCO2, i.e., of 5–10% within a reef set-
ting (Kayanne et al. 2005), the significantly linear relation-
ship between these two measurements (r250.78, n55,
p<0.01; Fig. 5B) yielded an overall system equilibration
time of ca.12 latm min21 to reach a target pCO2 518 latm
from a starting ambient of 380 latm. The system response
time (s), quantified here as the time required to reach
63.2% of the change in pCO2, ranged from about 4–6 min
(Fig. 5B).
Biological application 1: Pocillipora damicronis
The system detected real-time biologically induced
changes in the pHT, pCO2 and [O2] within the microcosm
environment as a result of the P. damicornis metabolic activi-
ty. Both high- and low-light resulted in [O2] increasing by
0.6 and 0.1 lM per min21, respectively (Fig. 6A,B). However,
under low-light, pCO2 increased by 0.1 latm per min
21 and
pHT decreased by 0.0008 units per min
21, vs. high-light
where pCO2 decreased by 0.4 latm per min
21 and pHT
increased by 0.0007 units per min21. Differences between
rates of carbon fixation and calcification between the two
light-regimes likely account for the physiological response
measured. Under darkness, pCO2 increased by 1.6 latm per
min21, while both pHT and [O2] decreased by 0.0014 units
and 0.2 latm per min21, respectively (Fig. 6C); thus demon-
strating respiration in the absence of photosynthesis. This
initial biological application demonstrates how the system
can be used to determine rates of change, and their trajecto-
ry in relation to each other, in real-time.
Fig. 3. Stability of the system at maintaining desired set-point pCO2sp
values over a 20 h period. The CCS software and control system were
able to maintain two desired pCO2sp values (black horizontal lines: 380
and 720 latm) within (mean6 standard error, n51200) 2.260.07
latm over a 20 h period. Over the 20 h period the maximum deviation
from the desired levels was 12.8 latm, with slightly more deviation at
the higher (720 latm) target value (t522.762, df51200, p<0.01).
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Biological application 2: Porites cylindrica
Calcification rates obtained from the metabolic AT drifts
were nearly four times higher under high-light (0.3460.03
lmol CaCO3 cm
22 h21) than at low-light (0.0960.01 lmol
CaCO3 cm
22 h21) (t52.686, p<0.05; Fig. 7; Table 2), with
the high-light treatment sustaining greater levels (ca. 8 times
higher) of calcification under elevated pCO2 (t53.013,
p<0.01; Fig. 7; Table 2). Temperature alone did not influ-
ence rates of calcification, however it showed an interactive
effect with light resulting in elevated (2.3 times greater) cal-
cification under the high-temperature, high-light treatment
(see Fig. 7; Table 2). All three parameters also had an interac-
tive effect on calcification (see Table 2). Rates of photosyn-
thesis were elevated under the high-light treatments as per
calcification; however no other interactions were observed.
Respiration rates showed no significant variability across
experimental treatments despite the elevated levels under
the high-light treatments (see Fig. 7).
Field application of the system
The MI-IRGA system used at the field site was capable of
measuring the full diurnal range of seawater pCO2 (ca.130–
540 latm) (Fig. 8). Measured and derived pCO2 values fol-
lowed the same daily trajectories, but with the measured
values of pCO2 consistently higher (by a mean6 standard
error value of 5.560.4 latm) than the calculated values.
Fig. 4. A comparison of measured and calculated pCO2 at: (A) four
temperatures and, (B) three levels of DIC, over the range of 0–1600
latm of CO2 in seawater. Temperature comparisons were conducted at
2.0 mmol kg21 DIC, while DIC comparisons were maintained at 258C.
Both comparisons resulted in a 1 : 1 ratio between measured and calcu-
lated pCO2.
Fig. 5. The equilibrium time of the system between pCO2atm in air and
pCO2 in water for five pCO2 target levels. Temperature was maintained
at 2660.98C and salinity at 35. (A) Response time of the system per
target pCO2sp. Target values are indicated by the solid black horizontal
lines. (B) System response time (s) to step changes in pCO2. From zero
pCO2 the system took between 18 and 23 min to reach equilibrium
between pCO2atm in air phase and pCO2 in water phase; however, the
significantly linear relationship between equilibrium time and equilibri-
um pCO2 enabled a system response time of ca.12 latm min
21 to be
determined from an ambient pCO2atm level of 380 latm to reach a
higher target pCO2sp.
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Derived and measured pCO2 values were strongly correlat-
ed (r50.999, n524, p<0.001) demonstrating the field
capability for the MI-IRGA to return in situ pCO2 in real-
time in a manner that is consistent with established meth-
ods, based on discrete semi-continuous sampling for pHT
and AT.
Discussion
Our novel MI-IRGA system provides real-time continuous
measurement of pHT, pCO2, temperature and salinity, which
allows immediate estimation of the full carbonate chemistry
system, and thus real-time user control over the microcosm
system. Combined with [O2] measurements, the system also
allows analysis of the physiological response of benthic and
pelagic phototrophs. We demonstrate the application of the
system for individual taxa, but the system could conceivably
be scaled to accommodate larger organisms and/or mixed
community ecological-scale assessment and
experimentation.
Control performance
The system response time is the most significant factor
determining the overall performance of the MI-IRGA system
in measuring and controlling pCO2.
At 26.08C, the time constant for the system response to a
change in the pCO2 of the bubbled air was approximately 5
min (Fig. 5). Thus, a delay of at least 5 min is advisable
between pulses of CO2-free or CO2-enriched air to prevent
over-adjustment. The pCO2 control performance also
depends on the absolute difference between pCO2 in the
ambient air (pCO2atm), the control gas (pCO2ctr) and the set-
point (pCO2sp). When pCO2sp - pCO2atm is small, the system
requires infrequent adjustment to correct for air-water gas
exchange. If pCO2sp - pCO2ctr is also small, then the MI-
IRGA will maintain a stable pCO2 near the tolerance point
closest to pCO2atm, as observed during the 380 latm stability
test (Fig. 3A). When pCO2sp - pCO2atm is large, frequent
pulses of pCO2ctr are required, as occurred during the 720
latm stability test (Fig. 3B). If pCO2sp - pCO2ctr is also large,
the mean and variation of the water pCO2 will depend on
the counteracting gas exchange rates for the two gasses
being bubbled. The large difference between pCO2sp and
pCO2ctr during the 720 latm stability test led to higher vari-
ability and shifted the mean pCO2 toward pCO2ctr rather
than pCO2atm. Performance may therefore be increased by
reducing pCO2sp - pCO2ctr and increasing pulse duration of
CO2-enriched air.
The response time of the probe to a change in water
pCO2 is determined by the surface area of membrane avail-
able for diffusion, the diffusion rate across the membrane
and the flow rate and volume of the recirculation gas. Our
current configuration enabled an equilibration time of ca. 20
min and a response time constant of ca. 5 min. Thus abso-
lute values of pCO2 cannot be determined for shifts that
occur at time scales less than 20 min, but relative changes in
pCO2 can be detected relatively quickly. In normal marine
scenarios pCO2 can change on the order of 0.19 latm min
21
on highly dynamic reef flats (Albright et al. 2013) with
open-ocean changes being even slower (Guadayol et al.
2014); thus, our response times would be capable of captur-
ing natural variability in marine systems.
Measurement uncertainty
Cross-sensitivity of xCO2 and H2O(g) is the largest sources
of uncertainty in the MI-IRGA pCO2 output; the LI-820
Fig. 6. An example of the continuous pHT, pCO2 and O2 measure-
ments achieved in the microcosm using Pocillipora damicornis as a study
organism. Microcosms were held at open-steady-state conditions for ca.
30 min before a 5 cm fragment of P. damicornis was added, the system
closed (as indicated by the grey arrow) and placed under: (A) high (450
lM m22 s21), (B) low (130 lM m22 s21) or (C) dark light conditions.
Drifts in pHT, pCO2 and O2 were continuously measured for 180 min.
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measurement accuracy decreases from<0.5% of the xCO2
reading in dry air to<1.5% of the xCO2 reading in humidi-
fied air. However, a humidified carrier gas reduces the correc-
tion needed to account for the pH2O(g) when xCO2 is
measured in dry air. At 26.08C and a salinity of 35, xCO2 in
dry air is about 3.5% higher than water pCO2 (Weiss and
Price 1980). Here we assumed that pH2O(g) in the carrier gas
was at equilibrium with water pH2O, but even if pH2O(g) was
Fig. 7. Physiological measurements for Porites cylindrica exposed to high and low temperature, light and pCO2. Corals were exposed to high
(28.58C) or low (268C) temperature, high (400 lmol m22 s21) or low (100 lmol m22 s21) light and/or high (720 latm) or low (320 latm) CO2 lev-
els. Treatments (A), (C), and (E) were at high-temperature and (B), (D) and (F) were at low-temperature. Output of statistical analysis are shown in
Table 2.
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slightly below air-water equilibrium, the effect on the xCO2
reading would be partially offset by the decrease in IRGA
cross sensitivity. Small variations in ambient atmospheric
pressure also contribute to pCO2 uncertainty, but these varia-
tions are typically<1%. Because ambient atmospheric pres-
sure and H2O(g) were not measured in this study, we adopt a
conservative uncertainty estimate of63% of the pCO2 read-
ing. However, this uncertainty could be reduced to as low as
0.5% in future application by measuring pressure and
H2O(g). These estimates exclude the uncertainty associated
with calibration gas, as this will depend on the purity and
calibration method used.
Calculation uncertainty
The control programme calculated and displayed carbon-
ate system parameters in real-time based on continuous
pCO2 and pHT measurements and user-defined thermody-
namic equilibrium constants of the carbonate system. The
uncertainty associated with each input individually and the
combined standard uncertainty of all parameters in estimat-
ing AT and DIC are shown in Table 3 (following Dickson
2010, in Riebesell et al. 2010). The method for estimating
combined standard uncertainty (Ellison and Williams 2012)
assumes that each parameter is independent, which makes it
less probable that there will be large errors in multiple input
parameters. However, it is likely that uncertainty is higher,
as many of the input parameters are correlated, particularly
the equilibrium constants. Uncertainty could be as high as
15% if we consider the contribution from each parameter to
be cumulative, but even this estimate assumes that the corre-
lation is linear. Figure 9 shows how uncertainty from the
MI-IRGA measurement error exacerbates uncertainty in the
carbonate chemistry equilibrium equations. Some uncertain-
ty could be reduced by improving the accuracy of calibration
standards and sensors; for example, measuring H2O(g) in the
recirculation loop would reduce pCO2 uncertainty by about
50%, and the use of high accuracy pH probes would reduce
measurement error from 0.01 to 0.001. The pCO2-pHT pair
yields the highest uncertainty when calculating the remain-
ing carbonate system parameters as reflected in the Monte
Carlo simulation as an ellipse around the estimated DIC and
AT concentrations (Fig. 9). The diagonal ellipse shows that
there is disproportionately large uncertainty when AT and
DIC are changing simultaneously, as would occur due to cal-
cification/dissolution. However, the uncertainty is much
lower if only the DIC is changing, as would occur due to
photosynthesis/respiration and therefore the system is well
suited for conditions where production/respiration are the
dominant controls on carbonate chemistry (Table 3; Fig. 9).
Our uncertainty structure indicates that estimating AT and
DIC by the MI-IRGA would require a direct-point measure-
ment of AT (as performed in the studies presented here) to
Table 2. Linear Mixed Effect (LME) model parameters for
calcification, respiration and photosynthesis with experimental
time modelled as a random effect.
Model terms Estimate SE t-value p-value
Intercept: calcification
Light 0.015 0.006 2.686 0.01
pCO2 20.002 0.003 20.549 N/S
Temperature 20.024 0.089 20.274 N/S
Light: pCO2 20.001 0.001 23.013 0.01
Light:Temperature 20.001 0.001 22.559 0.01
pCO2:Temperature 20.001 0.001 0.425 N/S
Light: pCO2:Temperature 0.001 0.001 3.038 0.01
Intercept: photosynthesis
Light 20.021 0.010 22.145 0.05
pCO2 20.006 0.005 21.170 N/S
Temperature 20.300 0.105 22.843 0.05
Light: pCO2 0.001 0.001 1.461 N/S
Light:Temperature 0.001 0.001 2.065 0.05
pCO2:Temperature 0.001 0.001 1.097 N/S
Light: pCO2:Temperature 20.001 0.001 21.347 N/S
Intercept: respiration
Light 20.005 0.003 21.447 N/S
pCO2 20.001 0.002 20.510 N/S
Temperature 20.063 0.034 21.847 N/S
Light: pCO2 0.001 0.001 0.333 N/S
Light:Temperature 0.001 0.001 1.542 N/S
pCO2:Temperature 0.001 0.001 0.536 N/S
Light: pCO2:Temperature 20.001 0.001 20.378 N/S
Significance is shown at 95% and N/S indicates a non-significant result.
Fig. 8. The in situ diurnal pCO2 and temperature trend for a seagrass
site in Little Cayman, Cayman Islands, British West Indies, with a com-
parison to derived pCO2 values. Discrete water samples were collected
every 3 h (eight time point per day) over a 3 d period in June 2014
(n524), with all data presented. For each sample, (i) pCO2 was directly
measured within the laboratory and (ii) pCO2 was derived from in situ
temperature, salinity, depth as a proxy for pressure, pHT and AT. Values
of derived and measured pCO2 demonstrated high co-variability
(r50.999, n524, p<0.01).
Camp et al. Carbonate chemistry monitoring with MI-IRGA
11
calculate calcification rates due to the error associated with
these determinations.
Application
The novel microcosm system described here continuously
measures two carbonate chemistry parameters (pHT and
pCO2) in real-time, and coupled with the in-house designed
CCS software allows real-time calculation of all components
of the DIC pool. Recent work by Comeau et al. (2014) and
Jokiel (2013) demonstrated that control of all DIC parame-
ters are necessary to resolve different species-specific
responses in ocean acidification experimentations. HCO23 for
example can be used by certain taxa to mitigate some of the
negative effects of declining calcification under ocean acidifi-
cation (Comeau et al. 2014). Similarly, the work of Bach
et al. (2013) demonstrated that the level to which the calcifi-
cation rates of Emiliania huxleyi are influenced is dependent
on which component of the DIC is altered. This only adds
to the complexities and difficulties in predicting the
responses of communities and ecosystems to ocean acidifica-
tion and highlights the necessity of a system such as the MI-
IRGA.
The capability of the MI-IRGA to control pCO2 in small
vessels make it well suited for ocean acidification experi-
ments where replication across multiple treatments is neces-
sary. The system can also be used for culture experiments
and is a practical alternative to a membrane contactor gas
exchanger. The membrane contactor gas exchanger requires
water filtration for dense cultures and in experiments where
this is not possible, the system we described can be used.
The high-resolution measurements of pCO2 and pHT make
the MI-IRGA a useful tool to quantify net metabolism based
on relative changes in dissolved O2, pCO2, and pHT (e.g.,
Fig. 6). If additional AT samples are taken during a closed-
system experiment (as per our described methods), the con-
tinuous pHT and pCO2 data recorded by the MI-IRGA would
help resolve how calcification changes over time (e.g., Fig.
7). The large uncertainty in calculating AT based only on
pHT and pCO2 measurements, restricts the MI-IRGA for esti-
mating absolute constraints of the carbonate system, for
example estimating aragonite and calcite saturation states.
We used the system to explore a previously undescribed
interaction of light, temperature and pCO2 on the coral
P. cylindrica. Suggett et al. (2013) recently showed for this
species that high-light could dampen the negative impact of
elevated CO2 on light calcification. Our data expands on the
results of Suggett et al. (2013), finding the same response
under high-light, but importantly, that elevated temperature
can further enhance calcification. Ocean acidification/tem-
perature experiments have shown that a moderate increase
in temperature can enhance calcification (Reynaud et al.
2003), however, that thermal windows are tightly governed
and species-specific (Coles and Jokiel 1978). Together, these
Fig. 9. Monte Carlo simulation to assess the uncertainty of calculating
AT and DIC based on the estimated error in the pHT and pCO2 measure-
ments and in the equilibrium constants. The carbonate parameters of
Lueker et al. (2000) were used for K1 and K2, Weiss 1974 for Henry’s
Law and Fugacity, for KB Dickson (1990), for total Boron Uppstr€om
(1974), and a total pH scale with total silicate and pH set to zero. The
uncertainties were assessed by generating 10,000 random displacements
in the input variables (see Table 1). The 95% confidence ellipsoids calcu-
lated from the variance-covariance matrices (maximum likelihood
estimate).
Table 3. The uncertainty associated with each input individu-
ally and the combined standard uncertainty of all parameters in
estimating AT and DIC as described by Dickson 2010 (in
Riebesell et al. 2010).
Parameter Value
Measurement
error
Calculation
uncertainty
DIC* AT*
Temperature (8C) 26 0.1 <0.1% <0.1%
pHT 7.8, 8.0 0.1 2.6% 2.6%
pCO2 (latm) 380, 720 3% 2.9% 2.9%
Salinity 35 0.5 0.4% 0.4%
CO2 std (latm) 700 2% 2.0% 1.5%
pK1 5.84 0.01† 4.1% 4.2%
pK2 9.36 0.02† 2.9% 3.3%
Combined standard
uncertainty
4.8% 4.8%
*Average values from uncertainty quantification at high and low uncer-
tainty for both 380 and 720.
†From Dickson 2010 in Riebesell et al. (2010).
pK values are from Lueker et al. (2000).
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data provide examples of how the system can be used to
experimentally examine (control for) the impact of changing
climatic conditions on influencing key metabolic processes,
as well as monitor system carbon chemistry (and hence any
role of ecosystem metabolism) needed to resolve how differ-
ent habitats operate as sources or sinks of atmospheric CO2.
Our thorough assessment of the system and the continuing
development of new technologies, and increased specificity
of instrumentation, means that improvement to such a sys-
tem are, and will be, possible in the future. Below we have
outlined some recommendations that could be made on
future instrumentation development.
Comments and recommendations
In developing the MI-IRGA, we initially tested different
system materials for the membrane gas exchanger unit (see
“Materials and procedures”); however, there are other aspects
of the system that could be further developed to improve
the sensitivity and resolution of the system. Key areas for
future development are:
i. Design features: Increasing the number of tubes would
increase the surface area to volume ratio and could
decrease equilibration times. A multiple disk design could
also potentially be used to hold the membrane of differ-
ent materials rather than silicon, or PTFE tubes; such an
approach may be beneficial for long-term culture studies
where biofouling may become an issue. The advantage of
using a double (or single) sided membrane probe is that
the membrane itself can be routinely and easily cleaned
using synthetic swabs. An additional advantage is the
range of membrane materials that could be utilised in a
disk housing design, for example PTFE membrane (which
has comparatively faster diffusion and response rates),
and the rigid nature allows it to function under higher
pressures (Gibson et al. 1998) which may be beneficial in
the field where physical regimes may be highly variable.
However, the disadvantage of employing a disk housing
design is the comparatively large gas stream volumes
required, and therefore these types would only be benefi-
cial in experimental setups or microcosms larger than the
one described here.
ii. Improve accuracy of resolving the entire DIC pool by
reducing the need to calibrate existing pH probes and/or
using new pH probe technologies that have been devel-
oped (e.g., Non-invasive pH sensors; PreSens, Germany).
In addition, the system could intermittently measure
ambient pCO2atm to assist in pCO2sp control.
iii. Improved delivery of air/CO2 into the system for control-
ling carbonate chemistry by reduced the bubble sizes.
This would increase the frequency with which the chem-
istry of the system can be resolved and would reduce the
time taken to reach a new steady state [CO2] (see
Tamburic et al. 2015).
iv. We provide conservation assumptions in our assessment,
e.g., assuming the partial pressure of water vapour in the
carrier gas to be in equilibrium during all experiments.
Water vapour is influenced by temperature and the effect
is therefore non-linear. A correction could therefore be
incorporated into the software to account for the water
vapour effect. This would improve the accuracy of the
direct pCO2 measurement and reduce uncertainty associ-
ated with the carbonate system calculations.
v. Incorporation of a miniature waterproof IRGA (see
Bastviken et al. 2015) that could be situated inside the
vessel or on the lid. This would reduce the length of tub-
ing from the exchanger to the IRGA, facilitating quicker
equilibrium times. Similarly, enhanced ruggedisation of
the system to ensure full field deployability.
Conclusions
Here, we have described and demonstrated the perfor-
mance of a novel pCO2 membrane equilibrium system that
allows real-time control and monitoring of pCO2. Coupled
with continuous measurements of pHT and O2 the system
allows real-time monitoring of metabolic processes within
the microcosm. Future ocean acidification research needs to
recognise the variable response of species to the whole car-
bonate system and the need therefore for full DIC and meta-
bolic real-time calculation and optional user-control, which
the system described here allows. We have extensively vali-
dated the system in the laboratory across a range of tempera-
tures, DIC and pCO2 levels. Using this system we have been
able to demonstrate the interactive effect of light, tempera-
ture and pCO2 on the physiology of the coral P. cylindrica.
High-light dampened the negative influence of pCO2 on cal-
cification and suggests that increased temperature may
enhance calcification rates in some species. The instrument
can be used for a range of benthic and pelagic organisms, in
both field and laboratory environments. The system is able
to measure the diurnal range of conditions experienced
within natural systems. As tested, our system constrains fluc-
tuations to well within those experienced by corals in shal-
low coastal systems where pH is particularly variable.
However, we outline a number of improvements that will
further enable the system to become scalable to broader
applications, across marine biota and ecosystems.
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